AMENDMENT NO. 1 OCTOBER 2018 
TO 
IS 7080 (PART 1) : 1992 MTP SUCTION APPARATUS — 
SPECIFICATION 


PART 1 MANUALLY OPERATED 


(Second Revision) 


(Page 3, clause 8.4) — Substitute the following for the existing clause: 


“8.4 The unit shall be capable of giving a vacuum of 85percent of the 
atmospheric pressure at that place within 12 strokes of the piston of the pump.’ 
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